
 
 

       Filter Change Procedure 

 
 

The RadNet fixed monitor Filter Change Procedure is fully described in RadNet/SOP-
13. A summary of the computer keystrokes and data to record, along with our contact 
information, is provided on plastic-coated wallet cards (we recommend that you leave 

one of these cards at the monitor to assist back-up operators). This summary of 
keystrokes and data to record is also provided below: 

 
 

 
Summary for Filter Change Procedure 

(from RadNet/SOP-13) 

 

 

Press the F2 (STOP) function key  

 

 

Press the F1 (Final stop) function key  

 

 

Record STP TOTAL SAMPLING VOLUME [m
3

]  

 

 

Record UTC SAMPLING START date & time  

 

 

Record UTC MEASUREMENT STOP date & time  

 

 

Replace filter as described in RadNet/SOP-13  

 

 

Press the F2 (GAMMA) function key  

 

 

Press the F2 (START) function key  

 

 

Please latch and lock door  

 


